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Quick-Reference Guide 
 

Intended use of Holter 
A Holter is a non-invasive, long-term ambulatory ECG device that is capable of recording up 

to 24 (or even 48-72) hours of ECG signals. The Holter is battery powered, safe to use device. It 
cannot be connected to the patient and computer at the same time. The Holter recorder is 

worn by the patient for 24 (or more) hours, and records during normal daily activities, 
including sleep periods. After the recording is done, the data is downloaded to a computer for 

analysis where a qualified expert reviews and if necessary, edits the data. 
 

Intended use of ABP 
The Ambulatory Blood Pressure Monitor is a non-invasive Oscillometric Blood Pressure 

Monitor, which is capable of recording up to 1.000 measurements. The ABP monitor is worn by 
the patient, and records ambulatory blood pressure during normal daily activities. After it has 
been recorded for the desired period of time the readings are downloaded to a computer for 

analysis. 
 

Intended use of Rest/Stress 
The small sized, compact built ECG device (with the attached Software) connected to a PC 

builds up a 12-Channel Rest / Stress ECG system. While the Rest system is used only for 
measuring ECG, in Stress you are able to use stress devices such as ergometer or treadmill 

and it is also possible to measure BP (EC-12S has a built-in BP module). 
 

Instruction for Use 
www.labtech.hu/ifu 

 

 

http://www.labtech.hu/ifu
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Quick installation guide 
 

The installer file for Cardiospy is located on the flash drive.  
Once you open the .exe file the installer will run. 

It will guide you through some easy steps during installing.  
 

The default installing method is Typical but you can also select other options. 
After all the steps are done the installer will ask you to restart your computer.  

Once all is done you are ready to use Cardiospy. 
 
 

User manual in software 
 

Once you have successfully installed Cardiospy you can set the Language in the Help menu. 
You can find user manuals for all of our systems in the same menu under User manual tab.  

 

 
 
 
 

PLEASE MAKE SURE TO GIVE ACCESS TO THE LATEST AND APPROPRIATE 
VERSION OF THE USER MANUAL AND PROVIDE  

TRAINING FOR THE STAFF ON SITE FOR A SAFE AND PROPER USE! 
 

ATTENTION: We provide the printed version of User manual only if requested!  
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Symbols and their meaning 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 

LABTECH LTD 
Tel: 0036-52-500-128 

E-mail: info@labtech.hu 
 

For instant help, please use our Live Chat support at www.labtech.hu 
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The classification of the medical devices was performed according to 
the Annex VIII of Regulation (EU) 2017/745 - 6.2. Rule 10 Active devices 
intended for diagnosis and monitoring 

 

Do not dispose of this product and batteries as unsorted municipal 
waste. Prepare this product for reuse or separate collection as 
specified by Directive 2002/96/EC of the European Parliament and the 
Council of the European Union on Waste Electronic and Electrical 
Equipment (WEEE). 

 Unique Device Identifier 

 
Medical Device 

 

Bluetooth Wireless Communication Technology. Not ionising radiation 
– Device includes Bluetooth based RF transmitter. 

 
Caution 

 
Type CF applied part 

 
Date of manufacture 

 
Operating instruction 

 
Manufacturer 

 Serial Number 

 
Keep dry. Keep away from rain. 

 

Protected from touch by fingers and objects greater than 12 
millimeters. Protected from water spray less than 15 degrees from 
vertical when inserted in the original recorder bag. 

 Consult – instructions for use or consult electronic instructions for use 

 
This product can only be sold or used with a valid prescription from a 
licensed healthcare professional (US) 


